We have investigated the energy response of a 6 Li-loaded liquid scintillator to MeV neutrons. It consists of three 6 Li-glass scintillator plates inside a liquid organic scintillator BC-501A, which can detect selectively neutrons that lose the full energy in the BC-501A using a coincidence signal generated from the capture event of thermalized neutrons in the 6 Li-glass scintillators. The response functions were measured using 4.7, 7.2 and 9.0 MeV monoenergetic neutrons. The measured ones were compared with Monte Carlo calculations performed by combining the neutron transport code PHITS and the scintillator response calculation code SCINFUL. The experimental light output spectra were in good agreement with the calculated ones in shape. The energy dependence of the detection efficiency was reproduced by the calculation.
Introduction
Various types of fast neutron spectrometers (FNSs) have been proposed and used widely in experiments for nuclear physics and in a variety of application fields. It is a desirable feature for FNSs to have a single peak response to monoenergetic neutrons, particularly in the case where TOF methods are not available. A light output spectrum produced by monoenergetic neutrons in a typical organic or plastic scintillator forms a broad continuum because most of fast neutrons enter the scintillator and then escape after losing a variable fraction of their energy. If only the events corresponding to full energy deposition are selected, the detector response is expected to form a single peak with a modest efficiency for liquid or plastic scintillators. Full energy absorption scintillators based on this idea have so far been developed for FNSs: boronloaded plastic [1, 2] , boron-loaded liquid scintillators [3] and neutron coincidence spectrometers combining the organic scintillator and the 6 Li-loaded glass scintillator plates [4, 5, 6] . Also there are other types of fast neutron scintillator detectors having peaked responses, e.g., deuterated organic scintillators [7] and Black Neutron Detectors consisting of large volume scintillator [8] .
In the present work, we pay attention to a liquid scintillator with 6 Li-loaded glass scintillator, which will be hereinafter called as 6 Li-loaded liquid scintillator. The different decay times of the liquid scintillator and the Li-glass scintillator allow pulse shape discrimination methods to be used to separate the events due to proton recoil, 6 Li-capture, and γ-rays. This is of great benefit for a more specific identification of the full-energy absorption event due to elimination of γ-rays background. Although some spectrometers of this type have been developed and applied to fast neutron spectroscopy [4, 5, 6] , few comparisons of the measured responses with Monte Carlo calculations have been reported in details. In the present work, light output spectra are measured for monoenergetic neutrons in the MeV region and compared with Monte Carlo calculations.
6 Li-loaded liquid scintillator
The scintillator (Bicron Corporation Model 5FNS5/5(2)L) used in the present work consists of three 6 Li-glass scintillator plates (Bicron Corporation Model GS20, 1.5 mm thick and 6.6 wt% 6 Li) in a liquid organic scintillator (BC-501A 12.7 cm in diameter and 12.7 cm long), which is coupled to two photomultiplier tubes (PMT) as shown in Fig.1 . The principle of this fast neutron spectrometer is as follows. A fast neutron incident on the BC-501A loses its energy through multiple scattering from hydrogen nuclei and becomes a thermal neutron within the BC-501A. All recoil protons are produced within a very short period of time, typically several tens of nsec. Because they appears in a short time compared with the pulse shaping time, the light from the recoil protons is summed and a single light output pulse is produced. On the other hand, the thermalized neutron diffuses in the BC-501A and will be eventually captured by 6 Li nuclei in the Li-glass scintillators before escaping from the BC-501A
because of the large capture cross-section (940 barns). The neutron capture results in production of a pair of triton and α whose total kinetic energy is 4.78 MeV, and they deposit their energy
Fast neutron response of a 6 Li-loaded liquid scintillator Masateru Hayashi locally in the Li-glass and give rise to a second light pulse. The mean diffusion time corresponding to the time difference between the first and second light pulses is in the order of μsec. By making a gate signal from the associated second pulse, the spectrometer can detect selectively neutrons that deposit the full energy in the BC-501A. Thus, the pulse height spectrum to a monoenergetic neutron is expected to have a single peak. Figures 2 and 3 show the block diagram of electronics and the timing chart for the present measurement. The dynode signals from both PMTs were sent to a preamplifier and then processed by conventional NIM electronics. The energy signal amplified by a delay line amplifier was delayed to be coincident with the arrival of a capture gate signal corresponding to an event of full energy deposition. The capture gate signal was created after the events due to prompt proton recoil, 6 Li-capture, and γ-background were separated respectively from the output pulse signals using a method of pulse shape discrimination (PSD).
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Experimental procedure
Monoenergetic neutrons in the MeV region were obtained from the 2 H(d,n) 3 He reaction using deuterons from the tandem Van de Graaf accelerator at Kyushu University Tandem Laboratory, irradiating a gas cell target filling D 2 gas of 1 atm [9] . The detector was placed 2 m downstream from the neutron source at 0° relative to the incident deuteron beam, so that
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Masateru Hayashi neutrons were incident from a direction perpendicular to the side of the cylindrical scintillator. Background measurements were carried out by inserting an iron shadow bar between the neutron source and the detector in order to eliminate the influence of room-scattered neutrons. The energy calibration of light output spectrum was established using 137 Cs and 60 Co gamma sources. The position of the Compton edge was determined by a method of Dietze and Klein [10] considering the influence of detector resolution.
Results and discussion
A preliminary experiment was carried out in order to examine the basic operation performance of the present spectrometer using 7.2 MeV neutrons. First of all, we have confirmed whether the light pulses produced in the BC-501A and the Li-glass scintillators and those due to background γ-rays are distinguished readily using the conventional PSD method. The result is shown as a two-dimensional plot in Fig. 4 . It is seen that these three events are well separated and the recoil and capture windows for the PSD output signals can be established using the two SCAs following the PSD circuit in Fig.2 . However, it should be noted that selection of the signals due to 6 Li will become difficult for neutron energies over 9 MeV because signals from reactions on carbon in the BC501A, i.e., Li-loaded liquid scintillator Masateru Hayashi Next, we measured the mean capture delay time corresponding to the time differences between the recoil pulse produced in the BC501A and the capture pulse from 6 Li-grass scintillators. The result is shown in Fig.5 . The distribution of the time differences contains the nearly flat portion due to chance coincidences. The capture gate time was determined to be 5 μsec in order to achieve a rather good signal to noise ratio, although the mean capture lifetime is about 11 μsec. Light output spectra of the 6 Li-loaded liquid scintillator were measured using 4.7, 7.2 and 9.0 MeV monoenergetic neutrons. In Fig.6 , the experimental spectra are shown by open circles with statistical errors. Although a single peak corresponding to full energy deposition is clearly observed for three incident energies, it is not Gaussian-shaped and the width is rather broad. This degraded energy resolution may be caused by the inherent nonlinear characteristic of organic scintillators as discussed in the previous works on 6 Li-loaded or boron-loaded scintillators [11] . The experimental light output spectra were compared with the calculation using the SCINFIL code [12] based on a Monte Carlo method. In the SCINFUL calculation, the response function was obtained by extracting only the events that incident neutron slows down in the BC-501A scintillator and its energy becomes lower than a given cut-off energy. The cutoff energy was set to be 0.1 eV, because the fraction of thermalized neutrons to incident neutrons was saturated around this cut-off energy. Since the absorption of thermal neutrons by the Li-glass cannot be considered in the SCINFUL code, the calculated efficiency is normalized to the experimental one in Fig.6 . The calculation results showed fairly good agreement with the measured ones, except at low light outputs for 4.7 and 7.2 MeV. The discrepancy may be due to the influence of chance coincidence. There is a rise in the calculated light output spectra at low pulse amplitude for two incident energies of 7.2 and 9.0 MeV, which is caused by inelastic scattering of fast neutrons from carbon in BC-501A. The detection efficiency can be obtained by integrating the pulse height spectrum in Fig. 6 and dividing the integral counts by the number of incident neutrons. However, it was difficult to derive the absolute efficiency because we met a problem on the absolute neutron flux Fast neutron response of a 6 Li-loaded liquid scintillator Masateru Hayashi measurement. Therefore, we obtained the relative efficiency from the SCINFUL response normalized to the experimental one in Fig.6 , so that influence of chance coincidence is eliminated and the pulse height threshold is extended to zero. Next, the absolute detection efficiency was estimated by neutron transport Monte Carlo calculations using the PHITS code [13] with JENDL-3.2 nuclear data library [14] . The 6 Li capture rate was calculated as a function of time after neutron incidence and was integrated over the capture gate width (5 μsec) used in the measurement in order to derive the detection efficiency. The energy dependence is shown by the solid curve in Fig. 7 . It decreases monotonically as the neutron energy decreases, ranging from 4.7 % at 1 MeV to 0.6 % 10 MeV. The values are more or less same as those for the other 6 Li-loaded [4, 6] and boron-loaded scintillators [2, 3] , although they depend on the size and detailed design of the scintillator. The normalized experimental values are compared with the calculated curve in Fig. 7 . The energy dependence of the experimental detection efficiencies is reproduced by the calculation. 
Concluding remarks
The energy response of the 6 Li capture-gated fast neutron spectrometer to MeV neutrons was investigated from both the measurement and the Monte Carlo calculation. The response functions were measured using 4.7, 7.2 and 9.0 MeV monoenergetic neutrons. The measured ones were compared with those calculated by combining the neutron transport code PHITS and the scintillator response calculation code SCINFUL. The calculated response functions showed good agreement with the measured ones in shape and the PHITS calculation reproduced the energy dependence of the relative detection efficiency. The present investigation has confirmed that this spectrometer has the broad single-peak response with modest efficiency in the MeV range. Here we remark briefly some limitations and improvements on the present fast neutron spectrometer and its preferable applications. First, it will be most suitable in the MeV neutron energy range, because selection of the signals from 6 Li capture event by means of the pulse shape discrimination method will be limited for energies above 9 MeV from the reason mentioned in sect. 4. Second, counting rates will be limited because of the relatively long capture gate width of the order of μsec. Increase of the 6 Li content or increase of the number of the Li glass plates is expected to improve the detection efficiency and to shorten the mean capture lifetime. The latter will allow one to use a shorter capture gate width and to relax the limitation of counting rates. Also, application of recent digital data acquisition techniques to this spectrometer may lead to a possible improvement in pulse shape discrimination. Finally, this type of the spectrometer would be used effectively for measurements of neutrons with low intensity, such as spontaneous-fission neutrons from minor actinides such as Pu and Cm isotopes and low-level environmental neutrons associated with estimation of single-event upsets in semiconductor memories.
In future work, we plan to carry out an additional response measurement to neutrons with energies below 4 MeV and to determine the absolute efficiency experimentally for the practical Fast neutron response of a 6 Li-loaded liquid scintillator Masateru Hayashi use. Together with the measurement, further Monte Carlo calculations will be necessary for optimization of the detector parameters such as the 6 Li-content.
